Purpose: To compare the effects of eyelid treatment with the iLUX MGD Treatment System and the LipiFlow Thermal Pulsation System on objective and subjective parameters of meibomian gland function and symptoms. Patients and Methods: In this randomized, open-label, controlled, multicenter clinical trial, both eyes of 142 patients aged ≥18 years with Ocular Surface Disease Index (OSDI) scores ≥23, total meibomian gland scores (MGS) ≤12 in the lower eyelid of each eye, and tear break-up time (TBUT) <10 s were randomized 1:1 to iLUX or LipiFlow treatment, with stratification by test center. The primary effectiveness endpoints were changes in total MGS (masked) and TBUT from baseline to 4 weeks. The secondary effectiveness endpoint was changed in OSDI score from baseline to 4 weeks. Results: Both devices significantly improved effectiveness outcomes, with no differences between the two devices. At the 4-week visit, mean MGS, TBUT, and OSDI scores improved at least 16.9 ± 11.5, 2.6 ± 3.2 s, and 28.0 ± 22.8, respectively, across treatment groups and treated eyes. Four device/procedure-related events occurred in the iLUX group, compared with none in the LipiFlow group, but there were no device-related adverse events that involved changes in lid margins, eyelids, or lash integrity. Corneal staining, intraocular pressure, and visual acuity did not differ in the two groups. Conclusion: Both treatments produced significant improvements in meibomian gland function and symptoms. For all effectiveness measures, there were no statistically significant differences between the two treatments.
Introduction
Meibomian gland dysfunction (MGD) is one of the most commonly encountered ocular conditions in ophthalmic practice, with an estimated prevalence of 3.5% to almost 70%. 1 Although previously thought to primarily affect older individuals, one study reported a prevalence of 42% in a pediatric population, as evidenced by meibomian gland atrophy (MGA). 2 MGD is also thought to contribute to contact lens discomfort. 3 Because MGD is frequently not obvious, 4 it can be underdiagnosed or diagnosed too late once it becomes clinically obvious, with eyelid margin changes, MGA and ocular surface inflammation. Its chronic and progressive nature warrants regular and comprehensive care of the approximately 60 meibomian glands in each eye.
Treatment of MGD often involves the application of heat to the eyelids, using warm compresses, with or without lid massage to melt the abnormal meibum and facilitate its reentry into the tear film. 5 Lipid-based artificial tears can restore thin or irregular lipid layers, temporarily relieving symptoms and improving quality of vision. 6, 7 Pharmaceutical options include essential fatty acid supplementation, systemic tetracycline and azithromycin, topical antibiotics and corticosteroids, and topical tacrolimus ointment for refractory cases. 5, 8 Mechanical management involves debridement of eyelid margins 9 and various methods to forcibly express abnormal meibum, with or without prior heating. In patients with severe terminal duct obstruction, conductive thermal pulsation treatment of the eyelids has been shown to improve signs and symptoms over 12 months. 10 Moreover, patients with inflammatory ocular rosacea related to MGD may benefit from intense pulsed light therapy.
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Sustained heat from the level of the meibomian glands to the posterior portion of the eyelid is highly important. The melting point of meibomian gland secretions ranges from 32°C to 40°C, 12 with melting points elevated in patients with meibomian gland dysfunction, allowing secretions to stagnate. 12, 13 Warm compresses rapidly lose heat and fall below the therapeutic temperature of 40°C within the first minute of application. 14 Even commercially available eyelid masks microwaved for 10-20 s do not remain consistently above 38°C for the entire 10-min treatment. 14 An evaluation of eight methods of eyelid warming found that the method that most effectively maintained internal eyelid temperature, the bundle method, was also the most cumbersome. 15 Eyelid thermal pulsation devices apply heat at the appropriate temperature closer to the meibomian glands, while simultaneously compressing the glands to evacuate their contents. 15 The iLUX MGD Treatment System (Alcon, Fort Worth, TX, USA) is a device that simultaneously applies localized heat and compression to safely and effectively treat MGD. This study compared objective and subjective changes in meibomian gland function and symptoms after treatment of upper and lower eyelids with the iLUX and the LipiFlow Thermal Pulsation System (Johnson & Johnson Vision, Jacksonville, FL, USA).
Materials and Methods

Study Design
This randomized, open-label, controlled, multicenter clinical trial compared the iLUX MGD Treatment System with the LipiFlow Thermal Pulsation System for the treatment of MGD. The goal of this study was to verify that technological differences between the two systems did not adversely affect safety and efficacy. Eligible subjects at eight clinical sites in the United States were randomized 1:1 to one session each of bilateral treatment with the iLUX or Lipiflow device. This study conformed to the principles of the Declaration of Helsinki. The protocol was approved by the Aspire IRB and all subjects provided written informed consent prior to any study-related procedures. The trial was registered at www.clinicaltrials.gov as NCT03055832.
Inclusion and Exclusion Criteria
The inclusion criteria were age ≥18 years; any gender or race; a history of self-reported dry eye symptoms for 3 months prior to study enrollment, as shown by baseline scores on the Ocular Surface Disease Index (OSDI) questionnaire ≥23, indicative of moderate or severe ocular surface disease; 16 evidence of meibomian gland obstruction, as shown by total meibomian gland scores (MGS) ≤12 in the lower eyelid of each eye; 17,18 tear break-up time (TBUT) <10 s; and agreement/ability to abstain from dry eye/MGD medications for the study duration. Ocular lubricants were allowed if no changes to the regimen were made during the study. Exclusion criteria were conditions that could potentially increase the risk of procedure-related injury or confound study results, including a history of ocular surgery, giant papillary conjunctivitis, punctal plugs or previous punctal cautery, ocular injury or trauma, chemical burns, limbal stem cell deficiency, aphakia, cicatricial lid margin disease, active ocular infection or non-dry eye inflammation, irregular cornea, lid abnormalities, anterior or Demodex blepharitis, and systemic disease conditions that cause dry eye. Subjects were also excluded if they had a history of use of isotretinoin within 1 year, cyclosporine-A 0.05% or lifitegrast 5% within 3 months or any other pharmaceutical treatments for dry eye/MGD within 2 weeks; contact lens wear during the prior 3 months; LipiFlow treatment within 2 years; eyelid tattoos including permanent eyeliner makeup; or use of other ophthalmic investigational devices or agents within 30 days of study participation.
Randomization
Eligible subjects at each site were randomized 1:1 to the iLUX or LipiFlow group. Sequentially numbered envelopes containing the assigned treatment procedure were provided to each site. Before treatment, the personnel assigned to perform the treatment opened the lowest numbered envelope. The envelope number was documented on the study source documents and in the database.
Treatment
Both eyes were treated on the same day (Day 0). Eye makeup was removed, and anesthetic eye drops were instilled into both eyes. The selected device was prepared and treatment was delivered as described in the user manual for that device. In the iLUX group at all study sites, right eyes were treated prior to left eyes. The upper lid, central-nasal region was treated first; followed by the lower lid, central-nasal region; and the lower lid, centraltemporal region. Adverse events were monitored throughout treatment and for 1 hr afterward.
Effectiveness Endpoints
The primary effectiveness endpoints were changes from baseline to 4 weeks in total MGS and TBUT. MGS was assessed by slit-lamp microscopy and involved grading the meibum quality of five glands in each of three lower eyelid regions (nasal, central, temporal) with the Meibomian Gland Evaluator (Johnson & Johnson Vision). Each of these 15 glands was graded from 0 to 3 (0 = no secretion, 1 = inspissated, 2 = cloudy, 3 = clear liquid). 19, 20 The clinicians evaluating MGS were not involved in any other study procedure and were masked to subject treatment assignment. TBUT was evaluated using fluorescein strips as described previously. 21 Briefly, one or two drops of nonpreserved saline were applied to the impregnated tip of 0.12-mg fluorescein strips (Amcon Laboratories, Saint Louis, MO, USA). The patient was asked to look down and in, and the strip was gently applied to the superior temporal bulbar conjunctiva. The patient was asked to blink naturally three times and open their eyes. The time between the last blink and the first appearance of a dark spot on the cornea was recorded in seconds. Three consecutive measurements were averaged and the procedure repeated with a new strip for the second eye. The secondary effectiveness endpoint was the change from baseline to 4 weeks in patient symptoms, as assessed using the OSDI, a validated, 12-item questionnaire using a 5-point scale to evaluate the frequency of dry eye symptoms in three categories. Total OSDI was calculated as the sum of scores × 25/number of questions answered. 22, 23 All efficacy measures were assessed at baseline and 2 and 4 weeks after treatment.
Safety Endpoints
The primary safety endpoint was the incidence of devicerelated adverse events, including changes in lid margins; development of floppy eyelids, entropion or ectropion; and lash integrity, with the latter defined as subjective impression of any lash irregularity or loss. Secondary safety endpoints included discomfort and pain during treatment, and changes from baseline in ocular surface staining, intraocular pressure (IOP), and best spectacle-corrected visual acuity (BSCVA).
Pain was assessed using a 100-point visual analog scale with anchored descriptions. Subjects rated pain in or around the eyelids or face during the procedure immediately after the procedure and pain during the previous week at all time points. For reference, a rating of 20 corresponds to "hurts a little bit." Questionnaires were self-administered by the subject prior to any clinical assessment.
Slit-lamp examination was used to grade the adnexa, lids/lashes, conjunctiva, sclera, corneal clarity and surface integrity, anterior chamber, and iris and to record significant positive findings, including pterygium, pinguecula, corneal scar, conjunctival pigment, and corneal arcus. Any observed lid margin abnormalities were graded on a 0-4 scale, based on the number of the following present in each eye: irregular lid margin, vascular engorgement, plugged meibomian gland orifices, and anterior or posterior displacement of the mucocutaneous junction. 24 The development of entropion or ectropion, floppy eyelids, and loss of lash integrity was also recorded. Corneal fluorescein staining was evaluated by slit-lamp examination of five corneal regions: superior, inferior, central, temporal, and nasal, using the National Eye Institute corneal grading scale. 25 On this scale, 0 = normalno staining, 1 = mild-superficial stippling/micropunctate staining, 2 = moderate-macropunctate staining with some coalescent areas, and 3 = severe-numerous coalescent macropunctate areas and/or patches. BSCVA was measured using by-letter scoring with ETDRS high contrast charts with manifest refraction results. IOP was measured by Goldmann tonometry.
All safety measures were assessed at baseline and 2 and 4 weeks after treatment. In addition, BSCVA and IOP were measured and corneal staining was graded immediately after treatment and the following day. Pain and discomfort were also assessed the day after treatment.
The iLUX MGD Treatment System
The iLUX MGD Treatment System is an eyelid thermal pulsation system comprised of a single-use patient interface device and a handheld battery-powered instrument measure the inner and outer eyelid temperatures, to maintain a meibum melt temperature of 38-42°C. These sensors automatically turn off the LEDs when the temperatures on the inner and outer eyelids exceed 44°C and 45°C, respectively.
Data Analysis
Continuous variables are reported as number, mean, standard deviation, and, for change, 95% confidence intervals, and categorical and binary variables as number and percentage. Analysis of covariance (ANCOVA) was used to assess the effects of iLUX and LipiFlow treatment on the primary and secondary effectiveness endpoints assessed at baseline and at 4 weeks, with the baseline measurement considered a covariate for each endpoint analyzed.
If non-inferiority was demonstrated for the primary endpoints, success was claimed only if the mean change from baseline in the test arm was clinically significant (see definitions below) and significantly different from zero. If these conditions were met, a test for superiority was performed.
All enrolled subjects were included in the safety analysis. Subjects who were randomized but not treated for any reason were included in the intent-to-treat analysis but excluded from the per-protocol analysis.
Clinically Significant Effects
Criteria for clinical relevance were used to establish the non-inferiority margins for change from baseline and comparisons of study arms. For example, a 5-point difference in MGS, indicating a change in MGD severity, was the criterion for clinical relevance. 21 Because criteria for clinically relevant improvements in TBUT have not been determined, clinical relevance was based on the labeling of the DET test strip. The difference between dry and normal tear stability was 5 s; thus, a moderate change of 50% defines a TBUT difference of 2.5 s as clinically relevant. A change in OSDI score of ≥7 points was defined as clinically relevant, based on a study of patients with moderate and severe dry eye. 16 
Sample Size Justification
This study design provides a combined power of 88% to demonstrate non-inferiority, based on a) an MGS noninferiority delta of 5 points and standard deviation (SD) of 8 points, providing a MGS primary endpoint power of 93.9%; and b) a TBUT non-inferiority delta of 2.5 s and SD of 4 s, providing a TBUT primary endpoint power of 93.9%. Based on both primary endpoints being independent and assessed 4 weeks after treatment, the probability that both endpoints are significant was 0.9392 2 = 0.882, or 88.2%. For the secondary endpoint (OSDI), a SD of 14 was assumed based on pilot data, and the non-inferiority delta was set at 7. The chosen sample size and ɑ = 0.025 provide 80% power for this endpoint.
The minimum sample size required to demonstrate non-inferiority for treatment with iLUX compared with LipiFlow for the primary effectiveness endpoint was 256 eyes (128 subjects). Based on a 10% dropout rate, 142 subjects with MGD and a history of dry eye symptoms were enrolled.
Results
This study enrolled and randomized 142 subjects, consisting of 101 women and 41 men aged 19-86 years (mean age, 54.9 ± 15.3 years); the sex ratio is typical of patients with dry eye, with a ratio of women to men ranging from 2:1 to 3:1. 16, 19, 26 Most subjects (90.8%) were white.
Seventy-one subjects were treated with the iLUX and 70 with the LipiFlow. One subject in the LipiFlow treatment arm had one eye that could not be treated because the device's activator was too large to fit the subject's eye. One subject in the iLUX treatment arm withdrew from the study 1 week after treatment due to resumption of contact lens wear during the study period ( Figure 2 ). Table 1 shows mean MGS for right and left eyes of the two treatment groups at weeks 2 and 4, as well as changes from baseline. Figure 3 shows that the mean MGS for both eyes improved significantly from baseline in both treatment groups, at both follow-up visits (p<0.0001 each). MGS improvements, however, were similar in the two treatment groups at weeks 2 and 4 (p≥0.63). Table 2 shows mean TBUT for right and left eyes of the two treatment group at weeks 2 and 4, as well as changes from baseline. Figure 4 shows that the mean TBUT for both eyes improved significantly from baseline in both groups at both follow-up visits (all p<0.0001). TBUT improvements were similar in the two groups at both follow-up visits (p≥0.76). Table 3 shows mean OSDI scores for each treatment group at weeks 2 and week 4, as well as changes from baseline, and Figure 5 shows that mean OSDI scores improved significantly from baseline in both treatment groups at both follow-up visits (all p<0.0001). OSDI improvements were similar in the two groups, both overall (p=0.37) and after 4 weeks (p=0.29).
Effectiveness of Treatment
Because of the lack of significant differences between the two instruments for any of the primary and secondary effectiveness endpoints, we performed post hoc sample size calculations to determine the differences that could have been detected with a given statistical power. With 140 eyes (70 per arm) and based on a two-tailed hypothesis and an alpha of 0.05, the study would have had 80% power to detect a six-point difference in MGS, a 12 point difference on the OSDI, and a 2-second difference in TBUT between the instruments.
Safety of Treatment
There were no device-related adverse events in either arm of the study that involved changes in the lid margin; development of floppy eyelids, entropion or ectropion; or changes in lash integrity. Four device/procedure-related adverse events were observed in the iLUX group. All four were self-limited, transient, and resolved without sequelae. The incidence of procedure-related adverse events did not differ significantly in the iLUX and Lipiflow groups (Fisher's exact test, p=0.12).
Four device/procedure-related events occurred in the iLUX group. One subject pulled away during the first application of the iLUX, feeling that the device was too hot despite the use of topical ocular anesthetic. The device temperature was verified to be under 42ºC throughout the treatment. No eyelid findings consistent with burn or injury were observed, although the subject experienced bilateral epiphora, which resolved after 10 mins. This subject did not experience increases in posttreatment pain and discomfort scores. A second subject reported a burning sensation during treatment, which resolved after 1 day. This subject had permanent eye makeup (eyelid margin tattoo) and should not have been enrolled in the trial per the protocol. A third subject experienced bilateral mild petechial hemorrhaging on the lower palpebral conjunctiva. This event, which was reported to be mild in severity, required no treatment and resolved within 2 weeks. All three of these subjects were able to complete treatment, with no significant findings or changes in visual acuity, BSCVA, slit-lamp examination, IOP, or corneal fluorescein staining. At the 1-day follow-up visit, the fourth subject presented with a 10-letter decrease in BSCVA. During the procedure on the previous day, the outer pad of the device reached the maximum safe temperature, resulting in device shut off (a safety feature). The patient resumed treatment at the same visit and completed the procedure. This subject's corneal fluorescein staining score increased to 3 (from a baseline of 1) in the inferior region of both eyes immediately after treatment but returned to baseline 1 day later. Because both eyes presented with inferior corneal staining, this was unlikely due to device shut-off resulting from the elevated temperature on the outer pad, which does not interface with the corneal surface, and only occurred on the left eye. The cause of corneal staining is unclear, but this type of superficial punctate keratitis has been observed in patients administered topical anesthetic drops for other procedures, such as LASIK and cataract surgery, or for exposure keratitis. In these patients, the condition resolved without treatment, as in this subject. This subject's BSCVA returned to baseline at 2 weeks. Tables 4 and 5 show the mean pain and discomfort ratings, respectively, for right and left eyes of each group, as well as their changes from baseline. Mean pain and discomfort scores were significantly lower than baseline in the two treatment groups at follow-up (p<0.0001). Pain rating improvement did not differ significantly in the iLUX and Lipiflow groups at 4 weeks (p≥0.13), whereas discomfort improvement in right (p=0.025) and left (p=0.052) eyes favored the iLUX group. Table 6 shows the mean corneal staining scores for right and left eyes in each group at each study visit, as well as changes from baseline. Staining scores for both eyes increased immediately after treatment in both groups, but only about 0.5 points on a 15-point scale. At all follow-up visits through week 4, corneal staining was significantly reduced relative to baseline in both groups, but was similar in the two groups (p>0.09). Table 7 shows the mean BSCVA for right and left eyes in each group at each study visit, as well as changes from baseline. BSCVA in both groups was reduced 0.02-0.05 logMAR (1 or 2 letters) immediately after treatment, likely due to contact of the eye and adnexa with both instruments. BSCVA improved subsequently and, relative to baseline, was significantly improved by 0.02-0.04 logMAR at week 4 in both groups, with no significant between-group differences (p≥0.68).
IOP in both groups did not change significantly immediately after treatment. At week 4, IOP was reduced significantly in the iLUX group but this reduction of 1 mmHg was not clinically meaningful.
Discussion
Overall, both the iLUX and LipiFlow treatments significantly improved the signs and symptoms of MGD. For all effectiveness measures, there were no clinically meaningful or statistically significant differences between the two treatments. Furthermore, the difference between treatment groups was not influenced by gender or clinical site. Both primary effectiveness endpoints, MGS and TBUT, improved significantly from baseline in both groups, at both follow-up visits and in both eyes. The 4-week improvement of 17-18 of 45 points on the MGS was substantially greater than the 5-point threshold for clinical relevance. 21 Similarly, the 4-week improvement in TBUT was greater than the clinically meaningful level of 2.5 s. In addition, OSDI scores improved significantly from baseline in both groups at both follow-up visits. The 30-point change observed in both groups at 4 weeks should be compared with previous determinations of clinically meaningful changes. For example, a study of 310 patients ranging in dry eye severity found that changes in OSDI scores of 4.5-7.3 points were meaningful for subjects with mild or moderate symptoms and changes of 7.3-13.4 points were meaningful for subjects with severe symptoms. 
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The 30-point improvement observed in the present study was therefore likely to be clinically important. The observed improvements in OSDI scores compare favorably with those of FDA-approved topical medications for the management of dry eye. A randomized, multicenter, double-masked clinical trial of various concentrations of cyclosporine (0.05-0.4%) found that mean improvements in OSDI scores ranged from 3 to 15 points at the end of the 12-week treatment and from 7 to 13 points 4 weeks later. 27 That study, however, included patients with less severe disease (baseline OSDI 33-42) than those in the present study (baseline OSDI >50). A multicenter, prospective, double-masked, placebocontrolled trial found that lifitegrast (0.1%, 1.0%, 5.0%) improved mean OSDI scores 5-6 points on days 14 and 84, with no change in the placebo group. 28 Again, baseline OSDI scores ranged from 29 to 33, indicating that these subjects had less severe disease than those in the present study. These improvements were not replicated in a larger randomized, double-masked, multicenter clinical trial of 5.0% lifitegrast ophthalmic solution in 588 subjects with dry eye disease. 29 Mean OSDI scores were 27 and 26 in the placebo and lifitegrast groups, respectively, but no statistically significant differences were observed at baseline or at any follow-up visit. The primary efficacy outcome, change in the visual-related function subscale of the OSDI, also did not differ in the lifitegrast and placebo groups. The Dry Eye Assessment and Management (DREAM) Study Research Group randomized 535 patients to a daily oral dose of 3000 mg of fish-derived n-3 fatty acids or an olive oil placebo. 26 OSDI scores at 12 months improved significantly in both groups, by 13.9 and 12.5 points, respectively, but did not differ significantly in these two groups. Patients in the DREAM study were required to have OSDI scores of 25-80 at screening and 21-80 at eligibility confirmation. The mean OSDI scores in the DREAM study at baseline were 44 points in both groups, indicating that these subjects had similar disease severity as subjects in the present study.
No subject in either group of the present study experienced any device-related adverse events that involved changes in the lid margin; development of floppy eyelids, entropion or ectropion; or changes in lash integrity. Four subjects in the iLUX group experienced device/procedurerelated adverse events not specified as key events within the primary safety endpoint. Two patients experienced burning sensations without skin findings and one had petechial hemorrhaging in the lower lids. One patient experienced a transient decrease in BSCVA with findings consistent with exposure keratitis. All of these events were self-limited, transient, and resolved without sequelae. Similar results were reported in a previous Lipiflow study, in which 3 of 138 eyes experienced moderate eyelid pain, one eye had a moderate conjunctival vascular injection, and two eyes experienced a 10-letter decrease in BSCVA. 20 In the same study, the most common slit-lamp findings were trace to mild conjunctival injection, hyperemia, or redness; and trace to mild petechial hemorrhages on the eyelid or conjunctiva immediately after treatment or 1-day later, with all of these being fully resolved without treatment 2 weeks later. In general, there were no between-group differences in pain, surface staining, IOP, and BSCVA, confirming that the two eyelid thermal pulsation devices were equally safe. Corneal staining was significantly increased immediately after treatment in both groups, likely due to the contact of both instruments with the eye and adnexa. Importantly, however, no epithelial abrasions were reported following the use of either device.
Both corneal staining and BSCVA, defined as secondary safety outcomes, improved significantly following treatment. These improvements are further evidence of the effectiveness of these procedures and reflect improvements to the ocular surface. One possible explanation for these improvements is that patients with hyposecretory MGD likely have gland blockage or, in some cases, altered meibum composition, preventing the ease of meibum secretion from the meibomian gland ducts. 30 These patients can experience tear hyperosmolarity due to a poor protective lipid layer and can present with corneal staining due to ocular surface desiccation and inflammation and epithelial cell damage. 31 Eyelid heat therapy is designed to melt the meibum, thereby increasing availability on the lid margin. The lipids are likely re-incorporated into the tear film, reducing the rate of aqueous evaporation, thereby decreasing tear osmolarity and restoring homeostasis to the tear film. Enhanced lubrication from improved aqueous retention leads to epithelial cell regeneration, reducing or eliminating corneal epithelial staining and improving optical quality. In summary, this clinical evaluation demonstrated that the iLUX MGD Treatment System is substantially equivalent to the LipiFlow Thermal Pulsation System in both efficacy and safety. 
Pain and Discomfort
Post-treatment pain and discomfort scores were significantly lower than baseline in both groups but did not differ between groups. In contrast, pain and discomfort scores assessed immediately after treatment were lower in the LipiFlow group, but the differences were not statistically significant. At week 4, the iLUX group showed significantly greater improvements in discomfort score and greater improvements in pain score, although the latter was not significant. The transiently higher pain and discomfort scores in the iLUX group during the procedure may have been due to the ability of clinicians to apply greater manual compression force for gland evacuation with the iLUX than with the Lipiflow. The LipiFlow system applies pressure through an inflatable air bladder resting atop the closed eyelids, accounting for the slightly greater comfort, as well as the smaller treatmentrelated improvements in discomfort at week 4. Several previous studies have assessed the effects of LipiFlow treatment on MGD signs and symptoms. 18, 20, [32] [33] [34] [35] Figure 6 shows that improvement in MGS, TBUT and OSDI in the present study was in broad agreement with the results of six previous studies of the LipiFlow device. 18, 20, [32] [33] [34] [35] Differences in pre-treatment values across studies reflect differences in eligibility criteria and patient populations. It should be noted that the plots are presented to demonstrate baseline variations and reported changes with treatment; however, the relationship between baseline and 4 weeks for all measurements cannot be assumed to be linear.
Study Limitations
One limitation of the present study was that meibography was not performed to assess the baseline severity of meibomian gland atrophy and changes at any time point over 4 weeks. Another clinical test that may have been beneficial is measurement of non-invasive tear breakup time. Although fluorescein tear breakup time was measured, its results can vary widely, as fluorescence dimming observed at both high and low fluorescein concentrations can lead to clinical misinterpretation. 36 The frequency of use of artificial tears, warm compresses, and eyelid hygiene at home were not monitored. Although ocular lubricants are not likely to alter meibomian gland score, the primary study outcome, Figure 6 Mean meibomian gland scores (MGS), tear break-up time (TBUT) and OSDI scores before and 4 weeks after treatment with the LipiFlow device in the present study and in six previous studies. Note: The plots are presented to demonstrate baseline variations and reported changes with treatment; however, the relationship between baseline and 4 weeks for all measurement cannot be assumed to be linear.
the regular use of warm compresses and lid hygiene can affect meibomian gland score. Randomization, however, likely resulted in random distribution of frequent users of either or both therapies between the two study groups, and the finding of a lack of difference between study arms should still be valid. Another limitation was the lack of masking for endpoints other than MGS; this was especially important when assessing OSDI. However, the OSDI is a subjective outcome evaluated by each participant and should therefore be unaffected by examiner bias. An additional limitation was the relatively short follow-up period. Follow-up periods in previous studies of Lipiflow have ranged from 2 months 10,17,35 to 3 years. 37 The two devices showed equivalent outcomes at 4 weeks, but longer-term studies are required to understand the optimal treatment frequency with the iLUX and how it compares with the Lipiflow. Although patient condition is assumed to be constant over time, day-to-day exacerbations and seasonal differences occur. 38 Measures and symptoms of dry eye disease, however, do not change much over a short period of time, as supported by our findings at 2 and 4 weeks.
Summary and Conclusions
The iLUX MGD Treatment System is a novel eyelid thermal pulsation device that effectively treats MGD. It can safely reach the appropriate melting temperature of meibum while simultaneously compressing and evacuating the meibomian glands. The iLUX System allows direct visualization of any cloudy or inspissated meibum while also permitting greater compression and/or longer heating time, if needed, depending on the level of obstruction or atrophy encountered in each region of the eyelid. The clinical utility and design of the iLUX system may lead to positive patient-reported outcomes, as demonstrated by the large effect size of symptomatic improvement at 4 weeks.
In conclusion, the present study showed that the iLUX MGD Treatment System provides outcomes clinically equivalent to those of the LipiFlow Thermal Pulsation System over 4 weeks in the treatment of dry eye associated with meibomian gland dysfunction.
Data Sharing Statement
Additional information can be obtained by contacting the research staff of this study; individual patient data, however, will not be shared.
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